[Test of the "Biopulse-3" aortic balloon pumping apparatus].
Experiments on a specially constructed laboratory stand were set up with a view to determining power and dynamic possibilities of the translatory motion drive in the "Biopulse-3" unit when operating an intra-aortic ball-pump and also assessing the service properties of individual unit-blocks intended for injection, measurement and registration. Trial testing showed the drive to the suitable for using in the intra-aortic ballooning.